Introduction
Childbirth is regarded as a normal physiological process; however, in low-income countries (LIC) there is an increased risk of mortality for both the mother and her newborn. 1 More than 99% of all newborn deaths occur in LIC, with important causes including lack of skilled personnel, essential technology, and supplies, including medicines. 2 Annually, 1.02 million fresh stillbirths (FSB) occur, 1, 3, 4 and intrapartumrelated neonatal deaths account for almost 40% of 2.6 million neonatal deaths. Intrapartum interruption of placental blood flow to the fetus has both short-term and long-term adverse consequences. Short-term outcomes include stillbirth, low Apgar score, need for resuscitations, neonatal intensive care unit admissions, and early neonatal deaths. 6 Long-term outcomes include cognitive and behavioral disabilities -affecting perhaps as much as one million children each year. 7, 8 A focus on high coverage of good quality care during birth, including timely identification and rescue of the fetus from intrapartum hypoxia, 9 will save the lives of many newborns. 10 Effective fetal heart rate (FHR) monitoring tools for early detection of FHR abnormalities should facilitate appropriate obstetrical interventions, and hence contribute to the reduction of FSB and early deaths. 11 Auscultation with the fetal stethoscope may be uncomfortable to the patient and midwives, 6, 12 but it is often the only method of fetal monitoring available in many units in LIC. 6 Handheld Doppler devices are simple to use and relatively cheap, compared to electronic fetal monitors, and cause less maternal discomfort than the Pinard fetal stethoscope. 13 On the other hand, they require electricity or batteries. 2 The Freeplay wind-up handheld fetal Doppler has rechargeable batteries and can also be hand-cranked to provide rapid recharging with 1 minute of winding, providing 10 minutes of use. Its readings are reliable, and the device is well accepted by mothers and health care providers in LIC. 14, 15 A recent Cochrane Systematic review reported on a paucity of studies (trials) comparing intermittent auscultation of fetal heart rate in labor for fetal well-being using the methods described in this manuscript which are frequently used in low-income settings. 16 Only 2 studies were identified in the subject area, and several important outcomes were not reported, indicating presence of uncertainties regarding the use of intermittent auscultation of FHR in labor. The review recommended more randomized trials in low-income settings comparing different monitoring tools and timing for intermittent auscultation.
The aim of this study was to compare the effectiveness of 2 devices for intermittent FHR monitoring during labor, ie, the Pinard fetal stethoscope (Pinard) versus the FreePlay wind-up handheld Doppler (Doppler) (Power-free Education and Technology, Cape Town, South Africa) regarding their ability to detect FHR abnormalities. Secondary outcomes were time intervals from abnormal FHR detection to delivery, mode of delivery, and perinatal outcomes (FSBs, 24-hour neonatal admissions, and deaths). 17 About 10,000 deliveries are conducted annually, corresponding to about 35 deliveries per day. The hospital serves as a tertiary referral hospital of the city and the neighboring regions. It deals with many complicated obstetric cases, 50% of these ending in cesarean section (the highest in the country). The high rate of cesarean sections is due to increased referral of complicated cases from the lower-level facilities and suboptimal indications. 18, 19 Deliveries are conducted by nurse-midwives and doctors, assisted by medical and midwifery students from the university.
Materials and methods Design

study population
This study involved low-risk pregnancies that met the following eligibility criteria: gestation age 37 weeks, cephalic presentation, normal FHR on admission, and cervical dilatation 7 cm. Exclusion criteria included women presenting with placental abruption, ruptured uterus, elective cesarean section, and multiple pregnancies. In addition, women admitted without FHR measure, or severely ill patients who could not give consent, were excluded from the study, but were managed according to the hospital protocol.
Training and FHr monitoring
Before start of the study, a 1-day workshop was conducted to train midwives and the doctors on all aspects of the research protocol as well as the detection and interpretation of FHR abnormalities, using both devices. They were trained to follow the World Health Organization guideline of monitoring FHR every 30 minutes during the first stage, and every 5-15 minutes during the second stage of labor. Midwives were trained to listen to the FHR during the last 10 minutes of every half hour, particularly before, during, and immediately after a contraction. Any FHR abnormalities were to be reported to the doctor on call for consideration and potential actions.
Data collection and management
Data were collected using a structured data collection form. Gestation age (GA) was based on first trimester ultrasound (if available) and self-report of the last normal menstrual period. Preterm was defined as a GA 37 weeks; term pregnancy was defined as 37 and 42 weeks; and postterm as a GA 42 weeks. Maternal infection was recorded from Antenatal Cards or if the mother had any history of infection during her pregnancy. Birth weight in grams was recorded immediately after delivery using a calibrated scale in the labor ward and was dichotomized as low birth weight if 2,500 g and normal if 2,500 g. 20 FSB was defined as an Apgar score of zero at both 1 and 5 minutes with intact skin and suspected death during labor/delivery. Antepartum death/ macerated stillbirth was defined as an Apgar score of zero at both 1 and 5 minutes with desquamated skin and suspected death before start of labor. Adverse perinatal outcomes, such as FSB, 24-hour, and admissions to neonatal unit for treatment were used as markers of suboptimal intrapartum care. A composite perinatal outcome measure included FSB, admissions, and deaths within 24 hours.
Data were double-entered in Epidata (EpiData Association, Odense, Denmark) by 2 independent data clerks. Random, periodical cross-checks were conducted on the entered data. If there were any discrepancies between the 2 entered databases, the data clerks rechecked the original data together and corrected where necessary.
Outcomes
The primary outcome measure was the detection of an abnormal baseline FHR. FHR was defined as normal if it was between 120 and 160 beats/min, and abnormal if 120 or 160 beats/min. Secondary outcomes included mode of delivery, time intervals during labor to delivery, newborn characteristics (ie, Apgar scores at 5 minutes and attempted bag mask ventilation), and perinatal outcome (ie, FSB and admission to neonatal unit, or death within 24 hours postpartum).
sample size calculation and statistics
Data from another study in rural Tanzania revealed an abnormal FHR detection rate of 2.7% among low-risk deliveries using fetal stethoscopes. 11 We postulated that the use of Doppler as opposed to the Pinard would detect a minimum of 5% abnormal FHR. To detect the differences at a significance level of 0.05 with 80% power, 1,176 women were needed in each arm, giving a total sample of 2,352 using Openepi software. 21 We included 2,844 women, 20% more than the calculated sample, to compensate for potentially missing data.
Analysis was performed with Statistical Package for Social Sciences (SPSS) 23 (IBM Corporation, Armonk, NY, USA). χ 2 and Fisher's exact tests were used to compare proportions between groups, whereas Mann-Whitney tests and Independent sample t-tests were used to compare groups with respect to continuous variables. Furthermore, we report adjusted odds ratios from logistic regression analysis with 95% confidence intervals. A p-value of 5% was considered statistically significant.
ethical considerations
All women provided written informed consent to participate in and allow for publication of data before enrollment. They were informed about the study and those found to have an abnormal FHR would be managed according to hospital protocols. The trial was registered on the ClinicalTrial.gov website with identifier number NCT01869582. Ethical clearance to conduct and publish the study was given by the Publication and Ethical Committee of the Muhimbili University of Health and Allied Sciences (reference number: MU/DRP/ AEC/Vol.XVIII/105).
Results
During the study period, 20,848 women delivered at MNH, and 3,317 were eligible for recruitment (Figure 1 ). Of these, 2,844 (86%) consented to participate and were randomized to either the Pinard arm (n=1,423) or Doppler arm (n=1,421). Table 1 compares antenatal characteristics between the two groups. Maternal infections were significantly more common in the Doppler group ( p=0.027). There were more referred patients/inpatients in the Pinard group as compared to the Doppler group. Other parameters, such as GA, antenatal problems, and birth weight, were similar between groups (Table 1) .
A comparison of primary and secondary outcomes in the two arms is presented in Table 2 . Adjusted odds ratios are presented for all the variables after controlling for imbalances in the maternal variables (Table 1) . There was a significantly higher proportion of FHR abnormalities detected in the Doppler (6.0%) compared to the Pinard (3.9%) group 
Discussion
We found a higher likelihood of detecting abnormal FHR by intermittent monitoring using the Doppler technique as opposed to the Pinard. However, overall, perinatal outcomes were similar, although subgroup analysis revealed that newborns with abnormal FHR delivered vaginally had better perinatal outcomes in the Doppler compared to the Pinard group. The time intervals from detection of an abnormal FHR to delivery were long in both groups.
Our findings on FHR abnormalities are comparable to prior studies completed in Kampala and Harare, where the Doppler detected more FHR abnormalities than the Pinard fetal stethoscope. 22, 23 The Kampala study reported that despite a higher detection of FHR abnormalities with the Doppler technique, no improvement in perinatal outcome was seen, 
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Doppler versus Pinard stethoscope in intrapartum FHr monitoring which is similar to our overall finding. A suggested reason for this relates to several contextual constraints in low-resource settings leading to lack of timely interventions to deliver the baby. 9 These constraints include, among others, a delay in decision-making due to a high patient to staff ratio in the labor ward, and often multiple simultaneous patients waiting for an emergency cesarean section. 18, 22 A longer than recommended decision-to-delivery time interval may in part explain the lack of difference in perinatal outcomes between the groups in the present study. One would have anticipated that the higher detection rate of abnormal FHR by Doppler would lead to a timelier intervention such as a cesarean section. However, the frequency of a cesarean section was unaffected, and we speculate that the striking imbalance between available health resources (staff, access to theater) and large volume of patients likely play a crucial role. 24, 25 Therefore, in order to effectively manage critical cases and improve perinatal outcomes, improved FHR monitoring techniques coupled with better staffing, as well as improved equipment and theater facilities, ie, an overall increased capacity and improved systems, are necessary in order to affect perinatal outcomes.
A subgroup analysis of those newborns with a detected abnormal FHR, delivered vaginally, revealed improved composite perinatal outcomes in the Doppler compared to the Pinard group. These findings are similar to those found in the Harare study, 21 which involved dedicated research midwives, and where improved perinatal outcomes were reported in the Doppler arm. These findings may also indicate that midwives can detect FHR abnormalities more frequently and earlier when using the Doppler technique compared to a fetal stethoscope, thereby recognizing signs of intrapartum hypoxia more often and at an earlier stage.
There might be several reasons for more and/or earlier detection of abnormal FHR in the Doppler group. The Doppler technique provides digital sound and readings, which do not require much skill to interpret and can easily be confirmed by peers, as opposed to the Pinard, which requires a complete minute of counting. 15 Additionally, midwives may feel unsure about the reliability of the Pinard assessments. 18 A qualitative study (in-depth interviews and focus group discussions) performed among labor ward staff at MNH reports that the Doppler was the preferred device for improving FHR monitoring.
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Limitations
This study was not powered to detect overall differences in perinatal outcomes. A study involving an appropriate sample size, perhaps in a more high-risk population and coupled with timely obstetric intervention, might be able to show differences in overall perinatal outcomes. Second, the documented fear of blame from peers and hospital management at MNH, as suggested in the qualitative study previously conducted in the same hospital, 26 might have led to a defensive practice with overreporting of abnormal FHR. Third, in this study, we have not been able to perform other tests, such as fetal scalp pH levels, to confirm possible fetal hypoxic state. Fourth, the study involved 2 different medical devices in measuring FHR, and it was not possible to blind the patients and providers.
Conclusion and recommendation
Monitoring of FHR using a wind-up Doppler was associated with an increased detection of abnormal FHR. Overall perinatal outcomes were comparable between groups, but there were better perinatal outcomes for newborns with detected abnormal FHR delivered vaginally in the Doppler 
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